AMENDMENT NO. 1 MAY 1993 
TO 
IS 7080 ( Part 3): 1992 MTP SUCTION APPARATUS — 
SPECIFICATION 


PART 3 ELECTRICALLY OPERATED 


( Page 2 , clause 75, first line ) — Substitute ‘2 to 3’ for ‘2.5 or 3’. 
( Page 3, clause 7.9 ) — Insert the following at the end of the clause : 
“Wherever required by the purchaser’ 


( Page 3, clause 7.12, second line ) — Insert the word ‘not’ after the word 
‘shall’. 


(MHD 3) 
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